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Abstract

Background: First metatarsophalangeal joint (MTPJ) mobility is commonly assessed by its angular displacement
(joint angle) or subjectively rated as ‘hypermobile’, ‘normal’ or ‘stiff’ by a clinician. Neither of these methods is ideal
because displacement alone does not take into account the force required to displace the joint and subjective
evaluation is not always reliable. This study presented a novel method to determine the passive quasi-stiffness of
the first MTPJ. The reliability of the proposed method was also assessed. The first MTPJ passive quasi-stiffness of 13
healthy subjects were measured at two occasions, 7 days apart, by two testers (experienced and inexperienced). A
tactile pressure sensing system was used to measure the force applied to dorsiflex the first toe by the testers. The
torque (in Nmm) about the first MTPJ was calculated as the applied force (in N) multiplied by a moment arm (in mm),
where moment arm was the length of the first proximal phalanx. A video camera recorded the motion of the first
MTPJ, simultaneously with force measurements, to determine the joint angular displacement (in degrees) using the
Dartfish software. The quasi-stiffness (in Nmm/degrees) was calculated as the slope of a graph where torque was
plotted against first MTPJ angular displacement. Descriptive statistics of the first MTPJ quasi-stiffness were calculated.
Intra-rater and inter-rater reliability were assessed using Bland and Altman plot, intraclass correlation coefficients (ICC),
and standard error of measurement (SEM).

Results: First MTPJ quasi-stiffness of the subjects ranged widely from 0.66 to 53.4 Nmm/degrees. Intra-rater
reliability for experienced tester was moderate (Session 1: 14.9 ± 14.6 Nmm/degrees, Session 2: 14.2 ± 8.5
Nmm/degrees, ICC = .568, SEM = 7.71 Nmm/degrees). Inter-rater reliability between experienced (12.6 ± 8.4
Nmm/degrees) and non-experienced (19.9 ± 9.2 Nmm/degrees) testers was poor (ICC = -.447, SEM = 11.29
Nmm/degrees).

Conclusions: First MTPJ passive quasi-stiffness can be quantified from torque and angular displacement
measurements using simple equipment in a clinical setting. The tester’s experience affected the consistency in joint
quasi-stiffness measurements.

Keywords: Force, Torque, Video, Angular displacement, Mobility, Tactile pressure

* Correspondence: puiwah.kong@nie.edu.sg
1Physical Education and Sports Science Academic Group, National Institute of
Education, Nanyang Technological University, 1 Nanyang Walk, Singapore
637616, Singapore
Full list of author information is available at the end of the article

© The Author(s). 2016 Open Access This article is distributed under the terms of the Creative Commons Attribution 4.0
International License (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
reproduction in any medium, provided you give appropriate credit to the original author(s) and the source, provide a link to
the Creative Commons license, and indicate if changes were made. The Creative Commons Public Domain Dedication waiver
(http://creativecommons.org/publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated.

Heng et al. Journal of Foot and Ankle Research  (2016) 9:41 
DOI 10.1186/s13047-016-0173-2

http://crossmark.crossref.org/dialog/?doi=10.1186/s13047-016-0173-2&domain=pdf
mailto:puiwah.kong@nie.edu.sg
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/publicdomain/zero/1.0/


Background
The first metatarsophalangeal joint (MTPJ) is the articu-
lating joint between the first metatarsal and the proximal
phalanx of the big toe. It is classified as a single synovial
joint that allows motion in the sagittal and transverse
planes, with sagittal plane dorsiflexion being the joint’s
primary movement in gait. Approximately 65 to 75 de-
grees of dorsiflexion is considered necessary to enable
efficient forward transfer of bodyweight during the pro-
pulsive phase of gait [1, 2]. Restricted first MTPJ range
of motion can alter foot function, leading to first MTPJ
pain and the development of secondary conditions such
as plantar calluses and inefficient gait [1–4]. On the op-
posite end of the mobility spectrum, a hypermobile or
unstable first MTPJ may be associated with conditions
such as hallux valgus (a forefoot deformity commonly
known as “bunion”) and metatarsalgia (pain under the
ball of foot) [5–7]. Clinically, first MTPJ mobility is
assessed in cases where there are foot propulsion prob-
lems (e.g., hallux limitus). Other uses of measuring
MTPJ range of motion include screening and identifica-
tion of people who may be at high risk of diabetic foot
ulceration [8] and assessment of surgery outcome in pa-
tients treated for hallux valgus [9].
There are no standardised methods for measuring first

MTPJ mobility. A common practice is to subjectively
“feel” how easily the first MTPJ moves through its range
of motion [10, 11]. The end-of-range quality is often de-
scribed using various adjectives such as “bony block” or
“normal” by a clinician. Hypermobile joints have been
documented in literature as a joint with “excessive ex-
cursion with soft end-point” [12]. This subjective assess-
ment method is descriptive and not quantifiable. First
MTPJ range of motion is also sometimes visually esti-
mated by a clinician or measured using goniometric de-
vices. Unfortunately, neither visual estimation nor
goniometric measurements are sufficiently reliable to be
deemed clinically acceptable regardless of the experience
of the testers [13]. Research studies have reported wide
variations in the range of motion for the first
MTPJ—dorsiflexion: 65 to 110 degrees; plantarflexion:
23 to 45 degrees [2, 14–16]. One reason for the discrep-
ancy in the range of motion is the different “zero” or
starting positions for measurement of joint motion. A
second factor is that the first metatarsal shaft naturally
plantarflexes when the hallux dorsiflexes, shifting the
reference point and hence causing large variations in the
measurements. Thirdly, the amount of force applied to
displace a joint to maximum range is tester-dependent
and thus range of motion is not entirely objective [17]. It
is possible that one tester uses slightly more force than
another tester, resulting in greater range of motion.
Quasi-stiffness, which is the resistance of a joint to an

external force, may be a better alternative to assess the

first MTPJ mobility. Quasi-stiffness is often determined
experimentally as the derivative of the torque-angle rela-
tionship [18, 19]. Although quasi-stiffness and stiffness
are conceptually different by definition [18], they are
mechanically equivalent when the system is behaving
with passive dynamics [19]. Previous studies have re-
ported methods in measuring the passive stiffness of
other foot joints including the first ray [12, 20, 21] and
the ankle [22]. There are, however, no published proce-
dures for the measurement of the first MTPJ quasi-
stiffness.
Quantifying first MTPJ quasi-stiffness can be useful in

clinical assessment as well as informing orthotic pre-
scription. With quasi-stiffness measurements, joint mo-
bility can be assessed in an objective manner instead of
relying on subjective descriptions such as “excessive ex-
cursion with soft end-point” [12]. For example, when
evaluating a patient with hallux valgus, it is recom-
mended that the first MTPJ be assessed for quantity and
quality of motion [23]. Quasi-stiffness measurement of
the first MTPJ can accurately reflect how stiff or hyper-
mobile the joint is. Currently, there are methods to as-
sess the extent of hallux valgus deformity (e.g.
Manchester scale [24]) but the biomechanical risk fac-
tors associated with the development of hallux valgus is
not well studied [25]. Quantifying the quasi-stiffness of
the first MTPJ may provide useful information on how
susceptible a joint is to developing hallux valgus, and
hence contributing to screening and early intervention.
In the treatment of hallux rigidus and hypermobile first
MTPJ, a morton’s extension splint of varying stiffness
(rigid or semi-rigid) is the acceptable orthotic modifica-
tion to ‘splint’ the first MTPJ so as to restrict motion.
However, the decision as to whether or not to restrict
motion and by how much (choice of rigid or semi rigid)
depends largely on the clinician’s experience and sub-
jective assessment of the situation. In orthotics prescrip-
tion, the clinician also makes a decision on orthotic shell
stiffness (e.g. very stiff carbon fiber for more control or
thin polypropylene for less stiffness and control). Such
prescription is often based on trial-and-error, subjected
to the clinician’s assessment. It is common that orthotics
prescribed require further adjustments, which may sig-
nify that initial assessments or prescriptions may not
have been accurate [26, 27]. Therefore, the underpinning
motivation of this study was to develop a method for
quantifying first MTPJ quasi-stiffness which may, in a
long term, lead to better treatment and more accurate
prescription of orthotic devices.
This study aimed to present a novel method incorporat-

ing joint range of motion and force applied to displace the
first MTPJ, in order to measure passive quasi-stiffness of
the first MTPJ. The intra-rater and inter-rater reliability of
the proposed method were also assessed.
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Methods
Thirteen healthy participants [7 men, 6 women, mean
(SD) age = 24.4 (5.0) years, body mass = 63.3 (15.1) kg,
height = 1.67 (0.11) m] were recruited for this study. All
participants had no joint conditions (such as inflamma-
tory arthritis and osteoarthritis), had no previous foot
surgeries or trauma, and were free from foot pain and
injuries at the time of study. They were informed of the
nature, benefits, and risks of the study, and provided
their written consent for participation. Ethical approval
was received from the Nanyang Technological University
Institutional Review Board (IRB/2013/08/18).
Participants were assessed for the first MTPJ quasi-

stiffness in their dominant foot on two occasions (Sessions
1 and 2), 7 days apart. In Session 1, MTPJ quasi-stiffness
was assessed by an experienced podiatrist (MH) who has a
Bachelor of Podiatry (Australia) and 6.5 years of clinical
experience. In Session 2, the measurements were taken by
the same experienced podiatrist as well as an inexperi-
enced tester (YC) who had no prior knowledge of podiatry
and had only underwent two training sessions pertaining
to measurement procedures used in this study. The meas-
urement orders of experienced and inexperienced testers
were randomised.
First MTPJ mobility was assessed with the participants

in a non-weight-bearing position. Participants were asked
to lie on the examination table in supine position, with a
soft block placed just proximal to the Achilles area of the
dominant leg. The foot was held at the ankle in its neutral
positon by the tester’s non-working hand. The full range
of motion of the first MTPJ was initially identified by the
tester by moving the hallux into maximal dorsiflexion and

back to the neutral starting positions. A line representing
the moment arm was marked from the tuberosity of the
first metatarsal head to just beneath the tuberosity of first
distal phalange in the medial aspect of the foot (Fig. 1a).
The moment arm was measured in millimetres (mm). To
minimise parallax error, a 2 MP (1600 × 1200 pixels) reso-
lution camera (Logitech Web Pro 9000, Logitech, CA,
USA; Carl Zeiss Lens Tessar 2.0/3.7) was set up perpen-
dicular to the side of the foot. Hence it can be assumed
that the dorsiflexion movement of the first MTPJ occurs
in a plane perpendicular to the optical axis of the camera.
Measurement of force applied to move the first toe into
dorsiflexion was done using the Finger TPS tactile pres-
sure sensing system (Pressure Profile System Inc., Los
Angeles, CA, US). With Finger TPS pressure sensor fitted
on the thumb of the tester’s working hand (Fig. 1b), a per-
pendicular force was applied in the direction of dorsiflex-
ion, under the “x” marking of the distal end of the first
proximal phalanx, producing rotation about the first
MTPJ (Fig. 2). The camera recorded the angular displace-
ment of the first MTPJ in synchronization with the Finger
TPS system at 25 Hz. Dartfish video analysis software
(Dartfish Ltd., Fribourg, Switzerland) was later used to de-
termine the joint angular displacement (joint angle). In
order to check the accuracy of the angle measurements, a
goniometer displaying a series of angles (5°, 15°, 25°, 35°,
45°, 55°, order randomised) was videotaped. These angles
were manually digitised twice in Dartfish by the inexperi-
enced tester (YC) who was blinded from the goniometric
readings. The root mean squared (RMS) difference was 2
degrees across all angles when compared to actual gonio-
metric angles.

Fig. 1 a Moment arm for first metatarsal, represented by line drawn from first metatarsal head tuberosity to beneath tuberosity of distal phalanx.
b FingerTPS sleeve with sensor pad (circled in white) over thumb
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The process of measuring first MTPJ range of motion
was as follows: a) The first MTPJ was moved into max-
imal dorsiflexion passively by the tester; this data point
was excluded in the analysis because joint quasi-stiffness
close to the end range cannot be assumed linear [22]; b)
The force applied to the first toe was slowly released,
allowing the toe to move from maximum dorsiflexion
back towards the starting neutral position; c) The tester
paused briefly for about 2 seconds at three intermediate
positions to allow static measurement of torque and an-
gular displacement [(T1,θ1), (T2,θ2), (T3,θ3)] before
returning the big toe to its neutral position; and d). This
process was repeated three times providing a total of
nine data points [(T1,θ1), … (T9,θ9)] to plot a torque-
angular displacement graph (Fig. 3).
The quasi-stiffness (k) of the first MTPJ joint can be

calculated based on the following equation:

T ¼ k θ

where T = Torque = Force (in N) x Moment Arm (in
mm), and θ = angular displacement (in degrees). By plot-
ting a torque-angular displacement graph, the MTPJ
quasi-stiffness was determined as the slope of the plot
(Fig. 3).
Statistical analysis was performed using IBM SPSS

Statistics 21 (Armonk, NY) and Microsoft Excel. The
first MTPJ quasi-stiffness was the only dependent variable.
Descriptive statistics were used to summarise the group

data in means and standard deviations. Repeated measure-
ments which were performed twice by the experienced
tester were used to assess between-day intra-rater reliabil-
ity using the Bland and Altman plot and intra-class correl-
ation coefficient [ICC (3,1)]. The ICCs were interpreted as
slight (<.20), fair (.21–.40), moderate (.41–.60), substantial
(.61–.80), and almost perfect (> .80) [28]. The standard
error of measurement (SEM) was also calculated to

Fig. 2 a Moment arm for first MTPJ is length of proximal phalanx. b Perpendicular force applied to the proximal phalanx dorsiflexes the first
MTPJ. θ is angular displacement in degrees. The dotted line represents the resting position of the proximal phalanx or the “zero” reference point.
c Still image from video recording capturing showing line of resting position. d Still image from video recording showing angular
displacement, θ

Fig. 3 Plot of torque (in Nmm) against first MTPJ angular displacement
(in degrees). The slope of the graph (7.30 Nmm/degrees) is the quasi-
stiffness of the joint. The R2 indicates that 98 % variability can
be explained by this model
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provide an estimate of the amount of error associated with
the measurement. Similarly, inter-rater reliability between
the experienced and inexperienced testers was assessed
using Bland Altman plots, ICC and SEM. Due to technical
error in video recording, we were unable to determine the
angular displacement data of three participants assessed
by the inexperienced tester. Hence, inter-rater reliability
analyses were performed using ten participants’ data.

Results
First MTPJ dorsiflexion angles (θ1, …,θ9) used to plot
the torque-angular displacement graphs ranged between
3.2 to 47 degrees (median = 24 degrees). Table 1 illus-
trates the descriptive and reliability statistics results.
Overall, there was a large variation in the measured
MTPJ quasi-stiffness values, ranging from 0.66 to 53.4
Nmm/degrees. The between-day intra-rater reliability
for the experienced tester was moderate (ICC = .568).
Although the mean difference between Session 1 and
Session 2 was small as a group (0.68 Nmm/degrees), the
measurement error was rather large with a SEM of 7.7
Nmm/degrees. Visual inspection of the Bland Altman
plot showed random scatter of the points between the
limits of agreement, indicating homoscedastic data as
well as an absence of systematic bias (Fig. 4a).
When comparing the MTPJ quasi-stiffness measure-

ments between the experienced and inexperienced
testers, the inter-rater reliability was poor (Table 1).
The poor agreement between the two raters was
reflected by the ICC (-.447), large mean difference
(7.36 Nmm/ degrees) and large measurement error
(SEM = 11.3 Nmm/degrees). Although ICC is com-
monly interpreted between 0 and 1, ICC as a correl-
ation can be negative when the variance within
subjects is greater than that for the raters [29]. Visual
inspection for the Bland Altman plot showed random
scatter of the points between the limits of agreement,
indicating homoscedastic data as well as an absence
of systematic bias (Fig. 4b).

Discussion
This study reported a novel method to quantify first
MTPJ quasi-stiffness in a clinical setting using pressure
sensors and video analysis. The between-day intra-rater
reliability was moderate for the experienced tester but
the inter-rater reliability was poor between the experi-
enced and inexperienced testers.

Quantifying joint quasi-stiffness
Given that our study is the first to measure first MTPJ
passive quasi-stiffness, there are no available data for dir-
ect comparison in the literature. Thus, the study findings
will be discussed in reference to relevant studies on the
stiffness of other foot joints including the first ray [20]
and ankle [22, 30].
In the study by Glasoe et al [20], the first ray (meta-

tarso-cuneiform) stiffness was calculated from the slope
of the force-linear displacement graph. Their study
found an association between increased first ray stiffness
and positive prayer sign which is an indication of con-
tracture and stiffness of finger joints [31, 32]. Glasoe et
al [20] reported the first ray stiffness (measured at 2 mm
linear displacement) for diabetes participants with and
without positive prayer sign as 19.0 (9.6) N/mm and
15.9 (7.9) N/mm, respectively. Our present study adopts
a similar approach in assessing joint quasi-stiffness by
taking into consideration both the force applied to move
the joint and resulting displacement, calculating the
quasi-stiffness from the slope of a torque-angular dis-
placement graph. This approach which quantifies quasi-
stiffness of a foot joint has also been applied at the ankle
[22, 30]. Trevino et al [22] reported ankle stiffness of
healthy subjects as 60 ± 40 Nmm/degree; this is about 4
times the mean first MTPJ quasi-stiffness in our partici-
pants (≅14.6 Nmm/degree) measured by the experienced
tester. This difference appears reasonable considering
that the ankle is a larger and more complex joint with
more ligaments, tendons, and larger muscles around the
joint as compared to the first MTPJ. Major source of
passive tension is thought to be brought about by

Table 1 Intra-rater (n = 13) and inter-rater (n = 10) reliability of first metatarsophalangeal joint (MTPJ) quasi-stiffness

Rater Mean ± SD
(Range)
[Nmm/degrees]

Mean ± SD
(Range)
[Nmm/degrees]

Mean Difference ± SD
[Nmm/degrees]

SEM [Nmm/ degrees] ICC

Intra-rater Session 1 Session 2

14.9 ± 14.6 14.2 ± 8.5 -0.68 ± 11.4 7.71 .568

(0.66–53.4) (2.72–30.5)

Inter-rater Experienced Inexperienced

12.6 ± 8.4 19.9 ± 9.2 7.36 ± 15.7 11.29 -.447

(2.72–30.5) (7.14–36.7)

Mean Difference was calculated from Mean (Session 2)—Mean (Session 1) or Mean (Inexperienced)—Mean (Experienced)
SD standard deviation, SEM standard error of measurement, ICC intraclass correlation coefficient
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myofibrillar structure proportional to muscular size,
therefore muscle size is positively correlated with passive
quasi-stiffness [30].
In studies examining passive ankle stiffness, the torque

versus angular displacement plots were non-linear
throughout the measured range [22, 30]. As the range of
motion approaches the end range, the stiffness becomes
non-linear and increases (steeper gradient). In recogni-
tion of the varying stiffness throughout the range of mo-
tion, Salsich et al [30] calculated two stiffness values for
the ankle joint separately for the first and second halves
of the passive torque curve. In the present study, we

measured the MTPJ passive linear quasi-stiffness near
the mid-range portion, avoiding the maximum end
range of motion. This approach is similar to the ankle
stiffness calculated over the ‘working range-of-motion’
in the study by Trevino et al [22].
The novel method presented in this study was devel-

oped for use in a clinical setting. The Finger TPS system
and camera were portable and easy to be placed next to
an examination table. This set-up does not interfere with
the space required in normal clinical assessments: the
camera is small and mounted on a tripod, while the
pressure sensor is worn on the tester’s thumb and linked

Fig. 4 a Bland-Altman plot for measurement of the first metatarsophalangeal joint (MTPJ) quasi-stiffness assessed on two different sessions by
the same experienced tester, and b the same session by two different testers (experienced versus inexperienced)

Heng et al. Journal of Foot and Ankle Research  (2016) 9:41 Page 6 of 9



to the laptop via wireless receiver. The time required for
data collection from each participant was about 10 mi-
nutes, inclusive of preparation and explanation. Analysis
was performed offline after the participant has left.
Digitisation of video recordings to determine angular
displacement and extraction of corresponding force
data from the software took about 10 minutes per
participant. All equipment and software used are
commercially available, with a total cost of approxi-
mately USD 7500.

Reliability
The reliability of measuring first MTPJ passive quasi-
stiffness using the methods described in this study
appears unsatisfactory. Measurement errors were, at
best, moderate even for the experienced tester, with a
large SEM of 7.71 Nmm/degree (Table 1). The low
reliability may be attributed to the following potential
variations: (i) The force data obtained using the tact-
ile pressure sensing system may not be sufficiently ac-
curate. While we calibrated the sensor following
standard procedures for each test session, the force
measured is dependent on the location of pressure
pad over thumb at the point of force application.
During measurement, pressure pad location may have
shifted and the force applied may not be directly per-
pendicular to the movement lever arm, which may
interfere with assumptions of the joint movement me-
chanics; (ii) There may be errors associated with the
camera position and manual digitisation to determine
angular displacement. To minimise parallax error, we
carefully placed the camera perpendicular to the side
of the foot to allow a sagittal view of the MTPJ dorsi-
flexion. The small error in manual digitisation (RMS
difference = 2 degrees) also reassures the quality of
the angular displacement data obtained. (iii) The foot
was held in neutral position by the non-working hand
instead of being secured in a foot clamp. This may
contribute to variations with subtle shifts in foot posi-
tions when measurements were taken; (iv) First meta-
tarsal movement was not considered in this study due
to the simplified protocol; this movement may result
in variation in first MTPJ dorsiflexion angles; (v) The
data range may have exceeded the ‘working range’
where quasi-stiffness can be assumed linear [22]. As
the joint moves closer to the end range, the quasi-
stiffness (gradient of graph) increases with the range of
motion.
When similar methods were carried out by the in-

experienced tester, the measurement error was even
greater (SEM = 11.29 Nmm/degree). This is likely due
to the lower proficiency in securing the foot joints
and manipulating the toe movement. Comparing the
outcomes between the inexperienced tester to

experienced tester, we speculated that the differences
were observed because the experienced tester is able
to better control the amount of force applied to the
joint. This allows the experienced tester to manipulate
the joint movements within the ‘working range’ where
the quasi-stiffness is assumed to be linear and less
variable. The inexperienced tester, who may have dif-
ficulty in controlling such fine movements, may have
over-displaced the joint near the end range where
quasi-stiffness becomes non-linear and highly variable
[22]. Overall, our results suggest that clinical experi-
ence plays a role in subjective assessments of first
MTPJ quasi-stiffness.

Future directions
To overcome the issues associated with clinical experi-
ence and human error, it will be necessary to develop a
device that can quantify first MTPJ quasi-stiffness. Fu-
ture directions for development can consider the follow-
ing stages: (i) Technology for accurate quantification of
foot joint quasi-stiffness in a clinical setting, (ii) com-
mercialisation of equipment, (iii) gathering normative
data to determine cut-off values for diagnoses for hallux
conditions associated with joint quasi-stiffness, and (iv)
targeted, precision treatment based on objective
measurements.
Current subjective evaluation methods used by cli-

nicians are unreliable [13]. In its place, there should
be a clinical device to objectively quantify joint quasi-
stiffness. Previous studies have measured joint stiff-
ness for the first ray, forefoot and ankle joints in re-
search environments [20, 22, 30], but the practice of
objective measurements of quasi-stiffness has not
been implemented in clinical settings. An affordable,
easy-to-use device to measure small joints quasi-
stiffness is needed.
With future population level studies and normative

data, classification of pathological foot conditions is rec-
ommended. There is potential for advancing care to en-
able early intervention in conditions associated with
abnormal joint quasi-stiffness. Currently, objective meas-
urement as a method of assessing possible early patho-
logical first MTPJ conditions does not exist. For
instance, hallux valgus (bunions) is diagnosed after joint
deformation has occurred, described as “medial slant of
first metatarsal” [33].
Interventions for joint hypermobility can be more spe-

cific and targeted. Currently, the orthotic stiffness re-
quired to control for hypermobile joints in the foot is
estimated by clinicians based on their experience. With
objective measurements, deviations from normal joint
quasi-stiffness may be corrected with corresponding ma-
terial stiffness.
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Conclusions
This study provided preliminary results that first MTPJ
passive quasi-stiffness can be quantified from torque and
angular displacement measurements using simple equip-
ment in clinical settings. The tester’s experience affects
the consistency in joint quasi-stiffness measurements.
Future studies can aim at refining the measurement
protocol, and to develop instrumentation that can accur-
ately quantify foot joint quasi-stiffness.

Additional file

Additional file 1: MTPJ quasi-stiffness supporting data. (XLSX 14 kb)
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